Abstract: Soft tissue sticking on electrosurgical scalpels in minimally invasive surgery can increase the difficulty of operation and easily lead to medical malpractice. It is significant to develop new methods for anti-sticking of soft tissue on electrosurgical scalpels. Based on the characteristics of biomimetic ultra-slippery surface, a self-lubricating slippery surface with wettability gradients on electrosurgical scalpel was designed and fabricated. Non-uniformly distributed cylindrical micro pillars, which constitute the wettability gradients, were prepared by an electrolytic etching process and the theoretic of the spontaneous liquid spreading process was analyzed. The silicophilic property of wettability gradients surface was modified by octadecyltrichlorosilane (OTS) self-assembling coat with biocompatible liquid lubricant dimethyl silicone oil. The contact angle of gradient's surface at different temperatures was measured. The transportation behaviors of both water and dimethyl silicone oil on the wettability gradient's surface were investigated; the results illustrate that the wettability gradient's slippery surface can successfully self-lubricate from regions with low pillar density to regions with high pillar density, ascribed to the unbalanced Young's force. The anti-sticking capability of the electrosurgical scalpel with self-lubricating slippery surface was tested. Both the adhesion force and adhesion mass under different cycles were calculated. The results suggest that the as-prepared slippery surface has excellent anti-sticking ability associated with better durability.
Introduction
Minimally invasive surgery is becoming increasingly popular as it produces less pain, less trauma and rapid recovery for patients. However, soft tissue sticking always occurs on the surface of electrosurgical instruments, such as electrosurgical scalpels, monopole electrode, electrocoagulation and bipolar forceps [1] [2] [3] [4] [5] . Owing to the high operating temperature, soft tissue can easily char and adhere to the instrument surface, which may trigger failure of hemostasis or carbonized eschar; leading to unexpected surgical trauma and potential danger to patients [6] [7] [8] [9] . Therefore, it is an urgent need to handle the problems caused by soft tissue sticking during surgical treatment. Several attempts have been made aiming to reduce sticking of soft tissue on electrosurgical scalpels. Based on the current research results, there are two main ways to alleviate tissue sticking: chemical approaches and physical methods. Chemical approaches include adopting low surface energy alloy coating or polymer coating, such as copper-doped diamond-like carbon [10] [11] [12] [13] , CrN [14] , TiO 2 [6, [15] [16] [17] , 17] , poly(l-lactic acid)-polyethylene glycol [18] , polygalacturonic acid-1-ethyl-3-(3-dimethylaminopropyl) carbodiimide [19] , polylactide-polyethylene glycol tri-block copolymer [20] . Physical methods mainly refer to the design and fabrication of micro/nanostructures on the surface of scalpels [16, 21] . However, there are some deficiencies in both approaches such as the limited ability to resist tissue adhesion and the low reliability of alloy coatings that may decompose and release noxious substances under high temperatures. The strength of micro/nanostructures on the surface is insufficient and easily destroyed, failing to work effectively. Hence, it is significant to explore novel methods that promote anti-sticking of soft tissue on electrosurgical scalpels.
Liquid-infused surfaces have a wide range of applications, such as biosensors [22] , bloodcontacting medical devices [23, 24] , microfluidic devices [25] and so on [26] . Previous studies have demonstrated a marvelous anti-sticking capacity of the liquid-infused surface for biofouling, ice, frost and varieties of other liquids [27] [28] [29] [30] [31] [32] . Recently, novel slippery anti-adhesion liquid-infused surfaces which are enhanced by the ultra-slippery property of the peristome of Nepenthes alata, have been fabricated by constructing a liquid/solid composite surface. Liquid-infused surfaces require the combination of a micro/nanostructure and the lubricant. The function of a micro/nanostructure is to hold the lubricant firmly, aiming to maintain sufficient and stable lubrication and thus making a liquid/object interface with an anti-sticking effect. Evidence suggests that an adequate and stable lubricant has an important role on the anti-sticking durability of liquid-infused surfaces [33] [34] [35] [36] . Nevertheless, the research above did not fully clarify how to resolve the short term resistance of the lubricant.
Herein, a liquid-infused slippery surface with wettability gradients is proposed to enhance its anti-sticking function. Non-uniformly distributed cylindrical micro pillars on the surface of electrosurgical scalpels are designed to drive lubricant spreading spontaneously along the microstructure as shown in Figure 1 . These wettability gradient microstructures are fabricated via a photolithography-assisted electrolytic etching process, and then a micro channel is generated by a laser process. Silicon oil is chosen as the lubricant for its outstanding biocompatibility and hightemperature resistance [17, 37] . A thin layer of octadecyltrichlorosilane (OTS, CH3(CH2)16CH2SiCl3), which has a few nanometer thickness and strong siloxane bond, is grafted on the wettability gradient's surface to strongly maintain the lubricant. Behavior of liquid transportation on the asprepared surface is investigated, and finally the anti-sticking effects of the self-lubricating wettability gradient's surface are explored by adhesion force measurements and cycle tests. 
Materials and Methods
Electrosurgical scalpels which are made of 316L stainless steel were commercially obtained from Beijing ENJOY Technologies Company Limited (Beijing, China) and were used as the typical electrosurgical instruments in this paper. Positive photoresist (BP212-37S) and its developer were purchased from Kempur Microelectronics Inc. (Beijing, China). Polydimethylsiloxane (PDMS, Dow Corning, Midland, MI, USA) was used as received. NaOH (Sodium hydroxide), Na2CO3 (Sodium carbonate), H3PO4 (Phosphoric acid), HCl (Hydrochloric acid), FeCl3 (Ferric chloride), n-hexane, acetone, ethanol and toluene were supplied by Beijing Chemical Works (Beijing, China). Octadecyltrichlorosilane (OTS) which was used as the silane coupling agent, was purchased from Chengdu Chemical Reagent (Chengdu, China). Dimethyl silicone oil with a viscosity of 100 ± 5 mm 2 /s, provided by Sinopharm Chemical Reagent (Shanghai, China), was used as the infused lubricant. 
Electrosurgical scalpels which are made of 316L stainless steel were commercially obtained from Beijing ENJOY Technologies Company Limited (Beijing, China) and were used as the typical electrosurgical instruments in this paper. Positive photoresist (BP212-37S) and its developer were purchased from Kempur Microelectronics Inc. (Beijing, China). Polydimethylsiloxane (PDMS, Dow Corning, Midland, MI, USA) was used as received. NaOH (Sodium hydroxide), Na 2 CO 3 (Sodium carbonate), H 3 PO 4 (Phosphoric acid), HCl (Hydrochloric acid), FeCl 3 (Ferric chloride), n-hexane, acetone, ethanol and toluene were supplied by Beijing Chemical Works (Beijing, China). Octadecyltrichlorosilane (OTS) which was used as the silane coupling agent, was purchased from Chengdu Chemical Reagent (Chengdu, China). Dimethyl silicone oil with a viscosity of 100 ± 5 mm 2 /s, provided by Sinopharm Chemical Reagent (Shanghai, China), was used as the infused lubricant. Fresh resected pig liver was chosen as soft tissue materials to facilitate the measurement of adhesion force and tissue adhesion mass, for its relatively homogeneous composition.
Photolithography-assisted electrolytic etching process was applied to fabricate non-uniformly distributed cylindrical micro pillars on the surface of electrosurgical scalpels. Figure 2 shows the schematic of the manufacturing process. The scalpel was entirely immersed into alkaline solutions with a composition of NaOH 50 g/L and Na 2 CO 3 40 g/L for 30 min to first eliminate the oil stain. Then it was thoroughly cleaned by deionized water, n-hexane, acetone and ethanol for 10 minutes in proper sequence, respectively. It was subsequently completely dried by vacuum drying at 150 • C for approximately 30 min before spinning. The positive photoresist was spun onto the stainless steel at the speed of 700 rpm for 9 s and 1500 rpm for 15 s to maintain a consistency of thickness, which is about 10 µm. The scalpel was then placed on the hotplate to prebake at the temperature of 120 • C for 3 min. The photolithography process was followed by a contact aligner with ultraviolet (UV) light wavelength of 254 nm and light intensity of 13 mW/cm 2 for 25 s. In this process, it is necessary to ensure that the central line of the mask and the symmetrical line of the scalpel coincides with each other, to make the wettability gradient's microstructure distribute perpendicularly to the symmetric line. Postbaking was exerted at 120 • C for 2 min and afterward the scalpel was immersed with photoresist in the stripper for 10 minutes to develop. The electrolytic etching process was applied in an electrolytic cell with about 500 mL electrolyte with a composition of Fresh resected pig liver was chosen as soft tissue materials to facilitate the measurement of adhesion force and tissue adhesion mass, for its relatively homogeneous composition. Photolithography-assisted electrolytic etching process was applied to fabricate non-uniformly distributed cylindrical micro pillars on the surface of electrosurgical scalpels. Figure 2 shows the schematic of the manufacturing process. The scalpel was entirely immersed into alkaline solutions with a composition of NaOH 50 g/L and Na2CO3 40 g/L for 30 min to first eliminate the oil stain. Then it was thoroughly cleaned by deionized water, n-hexane, acetone and ethanol for 10 minutes in proper sequence, respectively. It was subsequently completely dried by vacuum drying at 150 °C for approximately 30 min before spinning. The positive photoresist was spun onto the stainless steel at the speed of 700 rpm for 9 s and 1500 rpm for 15 s to maintain a consistency of thickness, which is about 10 μm. The scalpel was then placed on the hotplate to prebake at the temperature of 120 °C for 3 min. The photolithography process was followed by a contact aligner with ultraviolet (UV) light wavelength of 254 nm and light intensity of 13 mW/cm 2 for 25 s. In this process, it is necessary to ensure that the central line of the mask and the symmetrical line of the scalpel coincides with each other, to make the wettability gradient's microstructure distribute perpendicularly to the symmetric line. Postbaking was exerted at 120 °C for 2 min and afterward the scalpel was immersed with photoresist in the stripper for 10 minutes to develop. The electrolytic etching process was applied in an electrolytic cell with about 500 mL electrolyte with a composition of Silicon oil was selected as the lubricant for its outstanding biocompatibility and ability to withstand high temperatures. In order to construct a stable slippery wettability gradient surface, silicon oil should be firmly held in the surface. Thus, the property of the substrate must be functionalized to match the silicon oil closely. The silicophilic functionalized property can be realized via grafting a thin, self-assembling layer of OTS. It's few nanometer thickness, strong bond (siloxane bond) with the substrate [17, 37] and the schematic of grafting process, is shown in Figure 3a . Oxygen plasma treatment for 10 min with RF power 100 W, pressure 100 μbar and flow rate 20 sccm after the substrate was thoroughly cleaned, was used to increase the hydroxyl content of the surface; in order to facilitate the formation of OTS self-assembly in the next step. Next the substrate was dipped into anhydrous toluene solution with an OTS concentration of 1 mM/L for 4 h. Then the substrate was taken out and the excess OTS was rinsed using anhydrous toluene. It was then dried under a nitrogen atmosphere. Figure 3b shows the Attenuated Total Reflectance Fourier Transform Infrared (ATR-FTIR) spectra of the substrate before (red line) and after (dark line) the OTS graft. The position and Silicon oil was selected as the lubricant for its outstanding biocompatibility and ability to withstand high temperatures. In order to construct a stable slippery wettability gradient surface, silicon oil should be firmly held in the surface. Thus, the property of the substrate must be functionalized to match the silicon oil closely. The silicophilic functionalized property can be realized via grafting a thin, self-assembling layer of OTS. It's few nanometer thickness, strong bond (siloxane bond) with the substrate [17, 37] and the schematic of grafting process, is shown in Figure 3a . Oxygen plasma treatment for 10 min with RF power 100 W, pressure 100 µbar and flow rate 20 sccm after the substrate was thoroughly cleaned, was used to increase the hydroxyl content of the surface; in order to facilitate the formation of OTS self-assembly in the next step. Next the substrate was dipped into anhydrous toluene solution with an OTS concentration of 1 mM/L for 4 h. Then the substrate was taken out and the excess OTS was rinsed using anhydrous toluene. It was then dried under a nitrogen atmosphere. Figure 3b shows the Attenuated Total Reflectance Fourier Transform Infrared (ATR-FTIR) spectra of the substrate before (red line) and after (dark line) the OTS graft. The position and broadening of the Si-O and Si-Cl group vary depending on how the OTS binds at the surface. In the ATR-FTIR spectra of both original substrate and OTS grafted substrate, defined peaks attributed to ν Si-O = 1181 cm −1 and ν Si-Cl = 687 cm −1 were presented. Compared with the spectrum of the original substrate, the grafted surface-bound films suggested a binding mode due to peaks at ν Si-O = 1181 cm −1 and ν C-H = 2923 cm −1 [38] which demonstrated that the self-assembled thin layer of OTS was successfully grafted onto the substrate.
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Results and Discussion
The wettability gradients can drive droplet transport direction due to the microstructures in the surface [39, 40] . The diameters of non-uniformly distributed cylindrical micro pillars range from 70 μm to 150 μm with about 10 μm height. The center-to-center space between pillars ranges from 195 μm in the region with low pillar density, to 125 μm in the region with high pillar density, over a span of 1.5 mm and symmetrically distributed on both sides of the symmetric line. The lubricant was delivered continuously along the microchannel in the center and spread spontaneously on the wettability gradients. These gradients, associated with the functionalized surface, promote an expected outstanding durability of the scalpel's self-lubricating anti-sticking ability. To explore the mechanisms of droplet spreading behaviors, we analyzed the law of droplet contact angle (CA) by adding a water droplet of 0.5 μL on the dry functionalized gradient's surface, at temperatures from 25 °C to 125 °C. The gradient substrate was placed on a hotplate before it was placed horizontally. The measurements of CA were taken with the help of a high-speed camera (I-speed LT, Olympus, Tokyo, Japan), which was mounted by a support and adjusted horizontally to match the surface of substrate [41, 42] . The morphology of how the droplet initially contacted the surface was recorded. Figure 4 shows the static CA and asymmetric CA profiles along the wettability gradient's orientation under different temperature conditions. The measured apparent contact angle of regions with high pillar density and low pillar density were 70 ± 0.39° and 82 ± 0.88° at 25 °C, 81 ± 0.3° and 92 ± 0.69° at 50 °C, 81 ± 0.21° and 94 ± 0.71° at 75 °C, 88 ± 0.16° and 104 ± 0.28° at 100 °C, 83 ± 0.64° and 101 ± 0.7°at 125 °C, respectively. According to Figure 4 , the water droplet spread exhibited an asymmetric shape and the liquid CA in the region with high pillar density is obviously less than in the region with low pillar density. The underlying mechanism for droplet spreading was analyzed. Based on the CA, we determined that the droplet was in Wenzel state [43, 44] . Under this condition, we can have: 
The wettability gradients can drive droplet transport direction due to the microstructures in the surface [39, 40] . The diameters of non-uniformly distributed cylindrical micro pillars range from 70 µm to 150 µm with about 10 µm height. The center-to-center space between pillars ranges from 195 µm in the region with low pillar density, to 125 µm in the region with high pillar density, over a span of 1.5 mm and symmetrically distributed on both sides of the symmetric line. The lubricant was delivered continuously along the microchannel in the center and spread spontaneously on the wettability gradients. These gradients, associated with the functionalized surface, promote an expected outstanding durability of the scalpel's self-lubricating anti-sticking ability. To explore the mechanisms of droplet spreading behaviors, we analyzed the law of droplet contact angle (CA) by adding a water droplet of 0.5 µL on the dry functionalized gradient's surface, at temperatures from 25 • C to 125 • C. The gradient substrate was placed on a hotplate before it was placed horizontally. The measurements of CA were taken with the help of a high-speed camera (I-speed LT, Olympus, Tokyo, Japan), which was mounted by a support and adjusted horizontally to match the surface of substrate [41, 42] . The morphology of how the droplet initially contacted the surface was recorded. Figure 4 shows the static CA and asymmetric CA profiles along the wettability gradient's orientation under different temperature conditions. The measured apparent contact angle of regions with high pillar density θ HPD and low pillar density θ LPD were 70 ± 0. Figure 4 , the water droplet spread exhibited an asymmetric shape and the liquid CA θ HPD in the region with high pillar density is obviously less than θ LPD in the region with low pillar density.
The underlying mechanism for droplet spreading was analyzed. Based on the CA, we determined that the droplet was in Wenzel state [43, 44] . Under this condition, we can have:
where R f represents the surface roughness, θ and θ 0 represent the apparent and intrinsic contact angle of rough and smooth surfaces, respectively. The driving force generated by surface energy gradients owing to the difference of surface roughness can be depicted as [45] :
where γ represents the surface tension of the droplet, θ HPD and θ LPD represent the advancing and receding angles of the droplet along the wettability gradient's direction respectively, dl represents the integration variable from the region with low pillar density L LPD to the region with high pillar density L HPD . As θ HPD is more miner than θ LPD , we can have the unbalanced Young' force F which, derived from the gradients, will exhibit the drifting trend of the droplet on the surface.
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where γ represents the surface tension of the droplet, and represent the advancing and receding angles of the droplet along the wettability gradient's direction respectively, dl represents the integration variable from the region with low pillar density to the region with high pillar density . As is more miner than , we can have the unbalanced Young' force F which, derived from the gradients, will exhibit the drifting trend of the droplet on the surface. The unidirectional liquid transport of the wettability gradient's surface was further investigated. For the silicophilic treated substrate of the scalpel, enough silicone oil was added to the gradient's surface and ensured that the volume of oil can almost cover the entire gradient's microstructures. In this procedure, the substrate should be maintained at a horizontal level in order to eliminate any effect of gravity. According to Figure 5a , when oil was added to the region with low pillar density, it could spread spontaneously and rapidly, moving to the region with high pillar density within 1.47 seconds. While different from Figure 5a , oil stayed stationary when it was added to the region with high pillar density, shown in Figure 5b . This different spreading behavior is consistent with the above theoretical analysis indicating that the wettability gradient's surface is effective for self-lubrication.
(a) The unidirectional liquid transport of the wettability gradient's surface was further investigated. For the silicophilic treated substrate of the scalpel, enough silicone oil was added to the gradient's surface and ensured that the volume of oil can almost cover the entire gradient's microstructures. In this procedure, the substrate should be maintained at a horizontal level in order to eliminate any effect of gravity. According to Figure 5a , when oil was added to the region with low pillar density, it could spread spontaneously and rapidly, moving to the region with high pillar density within 1.47 s. While different from Figure 5a , oil stayed stationary when it was added to the region with high pillar density, shown in Figure 5b . This different spreading behavior is consistent with the above theoretical analysis indicating that the wettability gradient's surface is effective for self-lubrication.
this procedure, the substrate should be maintained at a horizontal level in order to eliminate any effect of gravity. According to Figure 5a , when oil was added to the region with low pillar density, it could spread spontaneously and rapidly, moving to the region with high pillar density within 1.47 seconds. While different from Figure 5a , oil stayed stationary when it was added to the region with high pillar density, shown in Figure 5b . This different spreading behavior is consistent with the above theoretical analysis indicating that the wettability gradient's surface is effective for self-lubrication. For the functionality of the wettability gradient's surface, the OTS self-assembled thin layer is critical for the spreading of silicone oil. The grafted Si-O bonds make the surface chemical properties match the silicone oil's affinitive inducing silicophilic capability, to ensure the substrate is sufficiently lubricated. To examine the effect of an OTS thin layer, we investigated the silicone oil's spreading behaviors on an unmodified wettability surface and a functionalized wettability surface, as shown in Figure 6 . Silicone oil with a volume of 2 μL and viscosity of 100 ± 5 mm 2 /s was added to the unmodified surface via pipette and it stayed originally even in the lowest pillar density region as seen in Figure 6a . Nevertheless, when the silicone oil was added on the OTS self-assembly wettability gradient's surface, it could stretch completely over the span of the gradient's distributed micro pillars along the microchannel; presented in Figure 6b . This indicates that the self-lubricating slippery wettability gradient's surface on the scalpel was successfully fabricated. The amount of silicon oil stored on the surface may be consumed gradually during contact between the soft tissue and the gradient substrate. Consequently, a continuous supply of lubricant on the gradient's surface is crucial to sustain the anti-sticking capacity of the as-prepared surface. In order to vividly express continuous supply of lubricant on the gradient's surface, and make a distinct observation distinguished from the residue silicone oil, a water droplet was chosen as the alternative lubricant. Results show that when adding a water droplet to the oil-infused gradient's surface, it can easily slide; propelled by the unbalanced Young's force. Figure 7a illustrates the motion behavior of the droplet moving directionally on the slippery wettability gradient's surface and its optical photograph is shown in Figure 7b . For the slippery wettability gradient's surface, the water droplet For the functionality of the wettability gradient's surface, the OTS self-assembled thin layer is critical for the spreading of silicone oil. The grafted Si-O bonds make the surface chemical properties match the silicone oil's affinitive inducing silicophilic capability, to ensure the substrate is sufficiently lubricated. To examine the effect of an OTS thin layer, we investigated the silicone oil's spreading behaviors on an unmodified wettability surface and a functionalized wettability surface, as shown in Figure 6 . Silicone oil with a volume of 2 µL and viscosity of 100 ± 5 mm 2 /s was added to the unmodified surface via pipette and it stayed originally even in the lowest pillar density region as seen in Figure 6a . Nevertheless, when the silicone oil was added on the OTS self-assembly wettability gradient's surface, it could stretch completely over the span of the gradient's distributed micro pillars along the microchannel; presented in Figure 6b . This indicates that the self-lubricating slippery wettability gradient's surface on the scalpel was successfully fabricated. For the functionality of the wettability gradient's surface, the OTS self-assembled thin layer is critical for the spreading of silicone oil. The grafted Si-O bonds make the surface chemical properties match the silicone oil's affinitive inducing silicophilic capability, to ensure the substrate is sufficiently lubricated. To examine the effect of an OTS thin layer, we investigated the silicone oil's spreading behaviors on an unmodified wettability surface and a functionalized wettability surface, as shown in Figure 6 . Silicone oil with a volume of 2 μL and viscosity of 100 ± 5 mm 2 /s was added to the unmodified surface via pipette and it stayed originally even in the lowest pillar density region as seen in Figure 6a . Nevertheless, when the silicone oil was added on the OTS self-assembly wettability gradient's surface, it could stretch completely over the span of the gradient's distributed micro pillars along the microchannel; presented in Figure 6b . This indicates that the self-lubricating slippery wettability gradient's surface on the scalpel was successfully fabricated.
(a) (b) Figure 6 . Spreading behavior of silicone oil on unmodified wettability surface and functionalized wettability surface: (a) Silicone oil spreading on unmodified wettability surface; (b) silicone oil spreading on functionalized wettability surface.
The amount of silicon oil stored on the surface may be consumed gradually during contact between the soft tissue and the gradient substrate. Consequently, a continuous supply of lubricant on the gradient's surface is crucial to sustain the anti-sticking capacity of the as-prepared surface. In order to vividly express continuous supply of lubricant on the gradient's surface, and make a distinct observation distinguished from the residue silicone oil, a water droplet was chosen as the alternative lubricant. Results show that when adding a water droplet to the oil-infused gradient's surface, it can easily slide; propelled by the unbalanced Young's force. Figure 7a illustrates the motion behavior of the droplet moving directionally on the slippery wettability gradient's surface and its optical photograph is shown in Figure 7b . For the slippery wettability gradient's surface, the water droplet The amount of silicon oil stored on the surface may be consumed gradually during contact between the soft tissue and the gradient substrate. Consequently, a continuous supply of lubricant on the gradient's surface is crucial to sustain the anti-sticking capacity of the as-prepared surface. In order to vividly express continuous supply of lubricant on the gradient's surface, and make a distinct observation distinguished from the residue silicone oil, a water droplet was chosen as the alternative lubricant. Results show that when adding a water droplet to the oil-infused gradient's surface, it can easily slide; propelled by the unbalanced Young's force. Figure 7a illustrates the motion behavior of the droplet moving directionally on the slippery wettability gradient's surface and its optical photograph is shown in Figure 7b . For the slippery wettability gradient's surface, the water droplet gradually slid from the region with low pillar density to the region with high pillar density and ultimately remained stationary. The red-dashed lines labeled in Figure 7c represent the deviation distances center-to-center of the droplet. The deviation distance of the droplet was about 188 ± 5 µm within 1.43 s at a temperature of 25 • C and 230 ± 2.45 µm within 3.93 s, 326 ± 4.88 µm within 1 s, 452 ± 2.86 µm within 3.49 s at temperature of 50 • C, 75 • C, and 100 • C, respectively. The deviation values are shown in Table 1 and each came from three individual measurements. s, 452 ± 2.86 μm within 3.49 s at temperature of 50 °C, 75 °C, and 100 °C, respectively. The deviation values are shown in Table 1 and each came from three individual measurements. Experiments of tissue cutting cycle tests were carried out to evaluate the anti-sticking effects of the as-prepared surface. In order to facilitate the operating process and precisely test the adhesion force and adhesion mass, fresh resected pig liver was cut into blocks with size of 3 cm × 3 cm, approximately 1 cm thickness and fixed on a digital force gauge (HANDPI-50, AIDEBAO, China) Experiments of tissue cutting cycle tests were carried out to evaluate the anti-sticking effects of the as-prepared surface. In order to facilitate the operating process and precisely test the adhesion force and adhesion mass, fresh resected pig liver was cut into blocks with size of 3 cm × 3 cm, approximately 1 cm thickness and fixed on a digital force gauge (HANDPI-50, AIDEBAO, China) which was mounted on a mobile base controlled by a micromanipulator (MX7600R, SISKIYOU, Grants Pass, OR, USA). The test samples were fixed on a temperature-controlled hotplate. Before the tissue cutting test, the test sample was heated to 300 degrees [7] and held for five minutes to equalize the temperature. The weight of the test samples was measured with a high resolution electric scale before and after the tests to evaluate the adhesion mass. For the first test, the soft tissue was loaded on the test surface with 5 N and then unloaded at a speed of 500 µm/s. The unloading pressures were recorded and seen as the adhesion forces. Each adhesion force and adhesion mass came from three individual measurements. Figure 8a shows the tissue sticking for the first time, during the 10th and 20th cycle test on the control smooth surface, respectively. Figure 8b shows the tissue sticking for the first time, during the 10th and 20th cycle test on the dry gradient's surface, respectively. Due to direct contact with the dry substrate, soft tissue can easily stick for the first time and the sticking area will enlarge rapidly as experiments go on. As seen in Figure 8a ,b, at the 20th cycle test, both kinds of surfaces were seriously stuck and greatly affected cutting functions. Tissue sticking on self-lubricating slippery wettability gradient's surface is shown in Figure 8c . Ascribed to the anti-sticking capability of the substrate, soft tissue rarely adhered to the surface for the first test and slightly stuck in the 10th cycle test. The lubricant stuck on the surface affected due to the anti-sticking durability of the surface. Microchannels on the self-lubricating slippery wettability gradient's surface can maintain the plenitudinous supply of lubricant and ensure better durability. Compared to the dry surface, the soft tissue sticking on the self-lubricating wettability surface was alleviated in the 20th cycle test, in accordance with Figure 8c . on the test surface with 5 N and then unloaded at a speed of 500 μm/s. The unloading pressures were recorded and seen as the adhesion forces. Each adhesion force and adhesion mass came from three individual measurements. Figure 8a shows the tissue sticking for the first time, during the 10th and 20th cycle test on the control smooth surface, respectively. Figure 8b shows the tissue sticking for the first time, during the 10th and 20th cycle test on the dry gradient's surface, respectively. Due to direct contact with the dry substrate, soft tissue can easily stick for the first time and the sticking area will enlarge rapidly as experiments go on. As seen in Figure 8a ,b, at the 20th cycle test, both kinds of surfaces were seriously stuck and greatly affected cutting functions. Tissue sticking on selflubricating slippery wettability gradient's surface is shown in Figure 8c . Ascribed to the anti-sticking capability of the substrate, soft tissue rarely adhered to the surface for the first test and slightly stuck in the 10th cycle test. The lubricant stuck on the surface affected due to the anti-sticking durability of the surface. Microchannels on the self-lubricating slippery wettability gradient's surface can maintain the plenitudinous supply of lubricant and ensure better durability. Compared to the dry surface, the soft tissue sticking on the self-lubricating wettability surface was alleviated in the 20th cycle test, in accordance with Figure 8c . The adhesion force and the adhesion mass were measured in the cycle tests. Based on Figure 9a , the adhesion force of the self-lubricating slippery wettability gradient's surface is about 0.51 ± 0.07 N and significantly reduced by approximately 90% compared with the smooth and dry gradient surface. As the cycles increases, adhesion force on the smooth and dry gradient surfaces drastically increase and the smooth surface shows a larger adhesion force than the dry gradient surface, while The adhesion force and the adhesion mass were measured in the cycle tests. Based on Figure 9a , the adhesion force of the self-lubricating slippery wettability gradient's surface is about 0.51 ± 0.07 N and significantly reduced by approximately 90% compared with the smooth and dry gradient surface. As the cycles increases, adhesion force on the smooth and dry gradient surfaces drastically increase and the smooth surface shows a larger adhesion force than the dry gradient surface, while the self-lubricating surface possessed relatively low adhesion force for the stable lubricant supply capability. Figure 9b shows the adhesion mass of the cycle tests. The self-lubricating surface exhibited minute adhesion mass in contrast to smooth and dry gradient surfaces for the first cycle test, due to the excellent anti-sticking properties. The adhesion mass on the self-lubricating surface at 20th cycle was 9.9 ± 0.26 mg, which was far less than that 40.7 ± 1.26 mg on the smooth surface and 29.6 ± 0.85 mg on the dry gradient's surface, which suggests a long durability for soft tissue sticking.
Micromachines 2018, 9, x 9 of 11 was 9.9 ± 0.26 mg, which was far less than that 40.7 ± 1.26 mg on the smooth surface and 29.6 ± 0.85 mg on the dry gradient's surface, which suggests a long durability for soft tissue sticking.
(a) (b) Figure 9 . Contrast of anti-sticking stability between two kinds of surfaces: (a) Graph of adhesion force variance on the smooth, dry gradient and self-lubricating surface in cycle tests; (b) graph of adhesion mass accumulation of the smooth, dry gradient and self-lubricating surface in cycle tests.
Conclusions
In summary, we designed and fabricated surfaces with wettability gradients on the substrate of electrosurgical scalpels with a photolithography-assisted electrolytic etching process, which consisted of non-uniform cylindrical micro pillars distributed on both sides of a symmetric line. An OTS self-assembling thin layer was successfully grafted on the substrate and played an important role in silicone oil spreading on the functionalized surface. Experiments were conducted to explore the motion behavior of the wettability gradient's surface and we found that the liquid stretched from the region with low pillar density to the region with high pillar density; indicating that the selflubricating surface was successfully prepared. The underlying mechanisms of water self-propulsion were further analyzed. Experiments of fresh resected pig liver cutting were carried out to test the anti-sticking ability of the as-prepared surface. Results revealed that the scalpel with a self-lubricating surface expressed a marvelous anti-sticking performance, the adhesion force was significantly reduced and the durability prolonged. We believe that this approach will provide new insight into constructing anti-sticking surfaces including industry, microfluidic system, biochips or other practical applications.
In summary, we designed and fabricated surfaces with wettability gradients on the substrate of electrosurgical scalpels with a photolithography-assisted electrolytic etching process, which consisted of non-uniform cylindrical micro pillars distributed on both sides of a symmetric line. An OTS self-assembling thin layer was successfully grafted on the substrate and played an important role in silicone oil spreading on the functionalized surface. Experiments were conducted to explore the motion behavior of the wettability gradient's surface and we found that the liquid stretched from the region with low pillar density to the region with high pillar density; indicating that the self-lubricating surface was successfully prepared. The underlying mechanisms of water self-propulsion were further analyzed. Experiments of fresh resected pig liver cutting were carried out to test the anti-sticking ability of the as-prepared surface. Results revealed that the scalpel with a self-lubricating surface expressed a marvelous anti-sticking performance, the adhesion force was significantly reduced and the durability prolonged. We believe that this approach will provide new insight into constructing anti-sticking surfaces including industry, microfluidic system, biochips or other practical applications. 
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